[Initial results of dynamic gamma-tomography of heat cavities].
After blood pool labeling using technetium albumin, 32 scintigraphic projections are recorded by means of a rotating gamma-camera. An electrocardiographic multi-gating acquisition procedure selects the dynamic pictures during the cardiac cycle of the patient. The computer processing of this set of data and the reconstruction of multiple tomographic slices through the thorax allow a precise kinetic analysis of the cardiac walls.